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and not widely available. Contrast-enhanced ultrasound (CEU) is a safe and noninvasive imaging technique suitable for assessment of tissue blood flow, which has been used clinically to assess myocardial blood flow. We tested the utility of CEU in monitoring changes in RBF in healthy volunteers. We utilized CEU to monitor the expected increase in RBF following a high protein meal in healthy adults. Renal cortical perfusion was assessed by CEU using low mechanical index (MI) power modulation Angio during continuous infusions of Definity. Following destruction of tissue microbubbles using ultrasound at a MI of 1.0, the rate of tissue replenishment with microbubbles and the plateau acoustic intensity (AI) were used to estimate the RBF velocity and cortical blood volume, respectively. Healthy adults (n ϭ 19, mean age 26.6 yr) were enrolled. The A.␤ parameter of CEU, representing mean RBF increased by 42.8% from a baseline of 17.05 Ϯ 6.23 to 23.60 Ϯ 6.76 dB/s 2 h after the ingestion of the high-protein meal (P ϭ 0.002). Similarly, there was a 37.3% increase in the ␤ parameter, representing the geometric mean of blood velocity after the high protein meal (P Ͻ 0.001). The change in cortical blood volume was not significant (P ϭ 0.89). Infusion time of Definity was 6.3 Ϯ 2.0 min. The ultrasound contrast agent was tolerated well with no serious adverse events. CEU is a fast, noninvasive, and practical imaging technique that may be useful for monitoring renal blood velocity, volume, and flow. renal hemodynamics; renal cortical blood flow; high-protein diet; Definity CONTRAST-ENHANCED ULTRASONOGRAPHY (CEU) has been well validated in cardiology to assess myocardial perfusion during echocardiography. (2, 10, 12, 13, 16, 20) Gas-filled microbubbles are injected intravenously to enhance the ultrasound image. Since these agents remain solely in the intravascular space and have a rheology similar to that of red blood cells (9, 11, 19) , they are considered a good choice for the study of the microvasculature and for the quantification of tissue blood flow (8, 13, 14) . Ultrasound-contrast agents are safe and well tolerated and free of any hemodynamic effects.
To quantify tissue blood flow, we have previously shown that at steady state during a continuous infusion of microbubbles, measuring the rate at which microbubbles replenish tissue after their destruction provides an assessment of tissue blood flow velocity. (22) Using QLAB software (Philips), the data are obtained from different regions of interest within the tissue. When the tissue has been completely replenished with microbubbles, the signal from the microbubbles reflects tissue blood volume. (22, 23) . The product of tissue blood volume and blood flow velocity reflects tissue blood flow (22, 23) .
Measurement of renal blood flow (RBF) in clinical settings has been a challenge, mainly because current methods are either invasive, rely on the use of tracers which are diffusible, have kinetics which are complicated by tubular transport or glomerular filtration, or do not allow assessment of rapid changes in RBF (1, 25) . These barriers make repeated measuring of RBF and monitoring the potential changes in response to physiological or pharmacological stimuli almost impossible. At the same time, none of the current techniques are suitable for bedside testing such as in intensive care unit settings. Color and spectral Doppler are currently commonly used to assess renal perfusion noninvasively (16) , but these methods are operator dependent and not suitable for all patients depending on their body habitus.
We therefore hypothesized that CEU may be a noninvasive method for quantifying changes in RBF in response to a physiological stimulus. We chose to evaluate the increase in cortical RBF in response to a meal with high animal protein content (1.5 g/kg body wt) in healthy volunteers (18) .
METHODS
Patients and protocol. The protocol was approved by the Institutional Review Board (IRB) at the University of Virginia. Healthy adult volunteers older than 18 yr of age were eligible for participation in this study. All subjects underwent a thorough history and physical examination as well as blood tests, including a basic metabolic panel, measurement of liver enzymes, complete blood count, and a urinalysis as well as a 12-lead electrocardiogram (ECG). Exclusion criteria were history of or active signs and symptoms of any organ system diseases, chronic use of any medications, including over-the counter drugs, pregnancy, lactation, or abnormal serological, urine, or ECG findings. After signing the informed consent form, study participants were asked to present to the General Clinical Research Center at the University of Virginia after an overnight fast. A 20-gauge peripheral intravenous catheter was inserted into the forearm for administration of Definity microbubbles. Imaging of the right kidney was performed with the patient positioned comfortably in the prone or, if needed, left decubitus position. After two-dimensional ultrasound images of the right kidney were obtained, color and spectral Doppler of the right main renal artery was performed at baseline. An infusion of 1.5 ml of Definity (Lantheus Medical Imaging, North Billerica, MA) diluted in 30 ml of normal saline was then administered at a rate of 2 ml/min for the baseline CEU study of the right kidney. Study participants then consumed a meal composed of high animal protein (1.5 g of chicken/kg body wt). After 2 h, Doppler flow measurements from the right renal artery and CEU studies were repeated. The rate of Definity infusion was kept constant throughout the study. Participants were kept in the GCRC for another hour after the completion of study procedures for observation. Vital signs were checked every 15 min, and three-lead cardiac monitoring and pulse oximetry were monitored continuously throughout the study period. A urine sample for urinalysis was collected before the subjects were discharged to assess for any potential adverse events. A follow-up visit was scheduled within 2 wk of the study day.
CEU. All CEU studies were performed by the same individual. For the baseline CEU study, Definity was infused intravenously at a rate of 2 ml/min using a syringe pump (model AS40A, Baxter, Deerfield, IL). After reaching a steady state (ϳ2 min after the initiation of the infusion based on previous studies) (24) , power modulation Angio (Sonos 7500, Philips Ultrasound) was used to assess renal cortical perfusion at a mechanical index (MI) of 0.1 (2) . A pulse-repetition frequency of ϳ2 kHz and medium line density were used. All color gain settings, focus, and depth were initially optimized and then kept constant during the study. Maximal compression was used. After a high MI destruction pulse sequence (MI ϭ 1.0), low-MI images were acquired at Ͼ20 Hz for 15 s. All images were acquired digitally for future analyses.
Data were transferred to an off-line computer and analyzed using Q-LAB (Philips Ultrasound). At least four large regions of interest (ROIs) were placed over the cortex of the kidney. The cortex was clearly seen as a more highly echogenic zone between the capsule of the kidney and the medulla. The medullary pyramids were identified as the darker and deeper zones within the kidney, which replenish much more slowly with microbubbles due to their much lower flow compared with the cortex (Fig. 1) . Care was taken to avoid including the interlobar and arcuate arteries within the ROIs. Since filling of arteries with microbubbles occurs almost immediately after their destruction with a high-energy pulse ( Fig. 1) , frames from the first 0.2 s after microbubble destruction were used to select ROIs to avoid including interlobular and arcuate arteries. Acoustic intensity (AI), which is the "brightness" of pixels in the ultrasound image in decibels (dB), within each ROI was automatically measured from every frame using commercially available off-line image analysis software (QLAB) (Fig. 2, A and B) . Time vs. AI plots were then generated and were fitted to an exponential function: y ϭ A(1 Ϫ e Ϫ␤t ), where y is AI at time of t, A is the plateau AI representing tissue blood volume (BV), and ␤ is the rate constant reflecting the rate of rise of AI (or the mean microbubble velocity) ( Fig. 2) (12, 13) .
All subjects also underwent Doppler flow studies of the main renal artery. All of the studies were performed by a single experienced vascular ultrasonographer (T. Oickle). Two-dimensional ultrasound images of the right kidney were obtained first. Doppler studies of the main renal artery were carried out using the Sonos 7500 ultrasound system (Philips) and a 3-MHz Phased Array probe. A preset abdominal/renal protocol was used with the power level set and maintained at Ϫ9 dB. The postprocessing image compression was maintained at 70 dB, while the image gain was manipulated from the preset of 55 dB to improve the overall image quality. The right renal artery was identified using color Doppler from the anterior approach by its relationship to the celiac axis and superior mesenteric artery. The right renal artery ostium was insonated at 1.6 MHz with a pulsed Doppler gate set at 7.5 mm and Doppler angle correction set at 60°. The angle correction curser was positioned parallel to the renal artery walls, obtaining velocities comparable to accepted diagnostic renal artery velocity criteria. Once three consistent Doppler waveforms were presented on-screen, the peak systolic and diastolic velocities (PSV and PDV) of one of the waveforms were measured using on-screen calipers. These measurements were taken in the same fashion pre-and postprandial. Mean Doppler velocities were calculated by the following formula: mean velocity ϭ PDVϩ 1 ⁄3 (PSV Ϫ PDV).
Study outcome. Due to the lack of a gold standard test for repeated measurements of RBF, we chose a situation in which an increase in RBF was expected to occur. We then tested the utility of CEU in demonstrating the expected rise in RBF.
A meal rich in animal protein has been shown to increase RBF (6, 18) . Therefore, the primary outcome of this study was the mean change in the A.␤ parameter of CEU, representing RBF, from baseline after ingestion of high protein. Secondary outcomes included change from baseline in the ␤ and A parameters of CEU, representing blood Fig. 1 . Contrast-enhanced ultrasound (CEU) images of the kidneys 0.1 (A), 1.0 (B), and 2.1 s (C) after replenishment of tissue with contrast agent (microbubbles). Note that renal hilum, interlobar, and arcuate arteries fill with contrast agent very rapidly (A) followed in a second or two by renal cortex (B). Due to low velocity and flow of blood to the medulla, complete opacification of medullary pyramids may take several seconds, making distinction between cortex and medulla easy (B and C). A white dashed line is drawn around the kidney to better demonstrate its boundaries.
velocity and tissue blood volume, respectively, the safety of Definity and also changes in mean blood velocity in the main renal artery by Doppler ultrasound.
Statistical analysis. The CEU data that were collected before and after the high-protein meal were analyzed using paired Student's t-tests after transforming of the data to the natural logarithmic scale. The preprandial-to-postprandial comparisons are presented as a percentage of change in the geometric mean. The geometric mean is a location parameter similar to the arithmetic mean and the median. The geometric mean is computed simply by taking the antilog of the mean of logarithmically transformed data. P values Ͻ0.05 were considered significant. SAS 9.1.3 software (SAS) was used for statistical testing.
RESULTS
A total of 20 healthy adult volunteers were enrolled in this study. One individual was eliminated after completion of the baseline CEU study due to a mild, self-limiting back pain reaction to Definity, which precluded repeat administration of microbubbles.
Of the 19 individuals who completed the study, 10 (53%) were women, 16 (84%) were Caucasian, 2 (10%) were African American, and one (6%) was Asian. The mean age of the study participants was 26.6 (median 23, range 20 -57) yr. Per our inclusion criteria, all baseline serological results were normal for all participants. The mean (ϮSD) infusion time for Definity at each time point was 6.3 Ϯ 2.0 min (median, 6 min; range 3-11). Figure 3 demonstrates frames from different stages of the CEU study. As mentioned previously, ROIs were carefully selected from renal cortex, sparing the arcuate and interlobular arteries (Figs. 1 and 4) . Figure 5 shows the changes from baseline in the geometric mean for different CEU parameters. Mean renal cortical blood flow or A.␤ parameter by CEU Fig. 2 . Graphic depiction of changes in acoustic intensity vs. time after destruction of microbubbles in the tissue with high-energy ultrasound wave. (Table. 1 ). This corresponds to a 42.8% (95% CI, 15.5-76.6%, P ϭ 0.002) increase in the geometric mean of the A.␤ parameter after the high-protein meal compared with baseline. There was also a significant increase in the ␤ parameter of CEU after the high-protein meal compared with baseline. The geometric mean for the ␤ parameter increased by 37.3% (95% CI, 20.9 -55.9%, P Ͻ 0.001) from a mean baseline value of 1.25 Ϯ 0.34 to 1.68 Ϯ 0.36 s Ϫ1 2 h after ingestion of the high-protein meal. However, there was no significant change in parameter A by CEU from baseline (0.9% increase, 95% CI, Ϫ12.0 -15.7%, P ϭ 0.892) ( Table 1) .
The coefficient of variation for parameters A, ␤, and A.␤ were 0.13, 0.29, and 0.33, respectively, at baseline and 0.19, 0.33, and 0.36 after the high-protein meal (Table 2) .
Definity was well tolerated in this study without any severe or serious adverse events. During the study period, there was a 20 mmHg increase in the systolic blood pressure (P ϭ 0.01), but no significant changes in diastolic or mean arterial pressures, heart rate, or oxygen saturation after infusion of the ultrasound contrast agent (Table 3) . No cardiac arrythmias were recorded during the study period either. One subject developed a very brief and mild episode of flushing 5 min after infusion of Definity was stopped. This problem was resolved without any interventions. Reintroduction of Definity in this subject did not cause any adverse events. Another study participant developed mild (severity of 3 in a scale of 1-10) throbbing back pain about 10 min after the Definity infusion was stopped. A physical exam, vital signs, and heart monitoring remained unchanged in this case. This episode lasted about 10 min and resolved spontaneously. A decision was made not to reintroduce Definity in this case. Predischarge urinalysis did not show any evidence of kidney damage, or any changes compared with baseline in any participant.
With respect to Doppler velocity, there was a significant increase of 22.5% (95% CI, 13.2-32.5%, P Ͻ 0.001) in the blood flow velocity in the main renal artery after the highprotein meal compared with baseline.
DISCUSSION
The currently available methods for measuring RBF include the clearance techniques utilizing material such as PAH or a radioisotope tracer. PAH clearance involves injection of a bolus dose followed in an hour by its constant infusion and multiple timed urine and blood sample collections. Although PAH clearance in considered the gold standard method for measurement of RBF, issues with its availability for clinical use and technical difficulties have limited its application for research purposes only. Nuclear medicine techniques are cumbersome as well, mainly because of the time required for excretion of the injected radioisotopes into the urine and their clearance from the blood. More recently, computerized tomog- Fig. 4 . Replenishment of microbubbles in the renal cortex after destruction of microbubbles with high-energy pulse. The top section depicts the kidney 6 s after replenishment with contrast agent. The arrow points to a single region of interest (ROI) within the renal cortex. Graphic demonstration of tissue replenishment with microbubbles over time for the selected ROI using the QLAB software is shown at the bottom. raphy, magnetic resonance imaging and positron emission tomography have been used to measure RBF (7, 15) . The ability for dynamic imaging in addition to high spatial resolution makes these imaging modalities suitable for this purpose. However, the high cost, lack of widespread availability, toxicity related to contrast agents, and limitations of their use at the bedside make these techniques less desirable.
CEU is unique because of its safety and ease of use. CEU has been proven to be a useful imaging modality in assessing blood flow to the myocardium and is extensively used by cardiologists (2, 10, 12, 13, 16, 20) . Contrast agents used for CEU behave the same as the red blood cells and do not diffuse out of the vascular space, which is an advantage compared with contrast agents used in magnetic resonance or computed tomography (13) . In addition, portable ultrasound machines equipped with the most advanced technologies have made imaging in different settings ranging from outpatient clinics to intensive care units possible.
Recently, CEU has been utilized to assess RBF. Schlosser et al. (17) used CEU, with Definity as the contrast agent, to study macrovascular (main renal artery and larger vessels) and microvascular (renal cortical) blood flow in pigs. The authors found significantly higher blood velocities in the main vasculature compared with microvessels of the cortical region (17). Wei et al. (23) , using SonoVue as the contrast agent, studied changes in RBF after flow-limiting mechanical blockade of the main renal arteries and in response to infusion of dopamine in dogs. In this study, RBF measured by CEU showed a significant rise after dopamine administration and a significant drop after occlusion of the main renal artery. These findings correlated very well with the renal artery flow obtained by a flow probe applied directly over the renal artery (r ϭ 0.82, P Ͻ 0.001) (23).
Hosotani et al. (5) compared RBF obtained by CEU, radionuclide scanning using 99m technetium-mercaptoacetyltriglycine ( 99m Tc-MAG3), and PAH in 16 patients with chronic kidney disease of various causes. The authors demonstrated a significant correlation (r ϭ 0.69, P ϭ 0.005) between CEU and RBF determined by PAH clearance. The individual RBF by CEU also correlated well with MAG3-obtained split RBF values (r ϭ 0.67, P Ͻ 0.005) (5).
In the current study, we were able to demonstrate the utility of CEU in monitoring changes in regional RBF in response to a physiological stimulus. As shown in previous studies, CEU was safe and well tolerated. Obtaining multiple series of images was easy and quick, with an average time for a complete session lasting ϳ6.3 min. The rate of adverse events was very low (5%) and mild in severity. Although there were technical difficulties in obtaining Doppler images on the main renal arteries in some cases, we did not have any technical difficulties obtaining CEU images of the kidneys. CEU was useful in monitoring the changes in the flow and velocity of blood perfusion to the renal cortex. We demonstrated a 42% increase in cortical blood flow and a 37% increase in the velocity of blood after ingestion of a high-protein meal. However, the response was variable and not all individuals had an increase in the RBF. This is consistent with the previous results reported by Hostetter (6) . Repeating data analysis after removal of a few outliers with the highest changes in RBF, the increases in cortical blood flow and velocity from baseline remained significant (29% for both flow and velocity, P values of 0.006 and Ͻ0.001, respectively). Although more studies are required to validated the findings of this study, we believe CEU has great potential as a safe, versatile, and easy technique for real-time monitoring of RBF in many different clinical settings.
Our study has a few limitations. First, we did not directly test the accuracy of CEU in detecting changes in RBF. This was due to the lack of a practical and widely available gold standard for comparison. PAH clearance was initially considered as a potential gold standard against which to compare CEU findings. However, our attempts in obtaining PAH were not successful. At the same time, alterations in the excretion fraction of PAH following interventions that increase RBF make PAH clearance a less desirable method for monitoring acute changes in RBF. At the same time, simultaneous measurement of RBF using nuclear medicine techniques was not feasible since repeating the test in a 2-h period (after a high-protein meal) was not possible. Second, although we were able to demonstrate by Doppler ultrasound a significant increase in the blood velocity in the main renal artery after ingestion of the high-protein meal, these CEU, contrast-enhanced untrasound; GM, geometric mean; GM ratio, ratio of GM post-high-protein diet (post) to baseline (pre); CI, confidence interval; *⌬ ϭ log(Post/Pre). Although Doppler ultrasound is used in clinical settings to measure RBF, its accuracy has been questioned in recent experiments. In a study using a large-animal model, the data on RBF obtained by Doppler ultrasound was compared with an internally implanted transit-time flow probe (Transonic System) (21) . The accuracy of the latter is validated and is currently widely used for the measurement of regional blood flow in animal experimentation (3, 4) . In the above-mentioned study, while pharmacological interventions with dobutamine and sodium nitroprusside resulted in significant changes in RBF as measured by the flow probe, no changes were detected by Doppler ultrasound (21) . There was a poor correlation between the findings obtained by the two techniques.
We have previously demonstrated a good correlation between CEU measurements and the RBF data obtained from a flow probe directly applied to the renal arteries in dogs (23) . Therefore, the poor correlation between CEU and Doppler ultrasound in the current study could possibly be related to the lack of accuracy of Doppler ultrasound as was seen in the study of Wan et al. (21) . Nevertheless, more clinical studies with CEU are required to better validate its utility for nephrology applications.
Finally, as mentioned above more studies with larger numbers of participants are required to confirm these findings, especially due to the relative high coefficient of variation in measuring hemodynamic indices.
We did not study medullary blood flow using CEU in this study. Unlike the renal cortex or most other organs, the medulla does not receive blood directly from a main artery. The blood delivered to the renal medulla is supplied by 10 -15% of the efferent arterioles from the cortex. Therefore, changes in medullary blood flow would be a function of changes in cortical flow. As a result, replenishment of medullary tissue with microbubbles will not follow the same pattern as in most other tissues like the myocardium and the renal cortex. Currently, we are trying to develop a mathematical model to assess medullary blood flow, taking changes in cortical flow into account.
